[Suitability of intraoperative autotransfusion].
This work presents the procedure applied by our hospital to assess the quality and security of intra operative autotransfusion. The suitability of the three following variables has to be constantly assessed: performance of the machines to concentrate and wash collected blood, bacterial contamination of processed blood and rate of adverse events. We note that the procedure is applied with participation of medical and nursing staff. Since its setting-up, we note an amelioration of suitable variables.